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TLD badges installed 4/19/95 @ 1345
TLD badges removed 6/23/95 @ 1315
Total intensity over installation period 3.19E18 protons
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position neutron gamma total dose
Average 

QF

Dose rate 
normalized to 
1.8E16 p/h

1 230 500 730 1.4 4
2 680 1470 2150 1.4 12
3 850 2000 2850 1.4 16
4 980 1820 2800 1.5 16
5 1070 2910 3980 1.3 22
6 1030 2690 3720 1.3 21
7 930 3740 4670 1.2 26
8 620 3560 4180 1.2 24
9 500 2490 2990 1.2 17

10 350 2240 2590 1.1 15
11 200 1110 1310 1.2 7
12 230 1230 1460 1.2 8
13 1070 5200 6270 1.2 35
14 1160 3060 4220 1.3 24
15 730 2450 3180 1.3 18
16 950 5300 6250 1.2 35
17 860 2120 2980 1.4 17
18 750 3560 4310 1.2 24
19 760 2080 2840 1.3 16
20 430 4260 4690 1.1 26
21 270 1470 1740 1.2 10
22 360 3710 4070 1.1 23

Average Quality Factor = (neutron +  gamma)/(neutron/10 + gamma)
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